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PREFACE 

It  is  the  purpose  of  this  investigation  to  check 
the  results  of  a  previous  study,  made  in  1950  by  Dalton 
Ho skins  and  Richard  I.  Hudson,  on  the  identification  of 
certain  clay  minerals  by  differentir.l  thermal  analysis. 
The  check  of  these  results  is  to  be  made  by  using 
similar  techniques,  procedures,  clay  samples  and 
equipment. 

It  is  the  further  purpose  of  this  study  to 
ascertain  the  effect  of  certain  variable  factors 
such  as  heating  rate,  grain  size,  weight  of  sample, 
ratio  of  sample  weight  to  standard  weight,  pre- 
treatment,  and  ion  saturation,  which  influence  a 
quantitative  differential  thermal  analysis  of  three 
clay  minerals,  viz.,  kaolinite,  bentonito  and  an 
illito. 
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HISTORY 

Le  Chatelier  (1887)  is  credited  \iith 
suGScsting  the  ncthod  of  differential  thornal 
analysis  and  with  conducting  the  initial 
investigations  using  this  nothod.  In  1904  Saladin 
and  Le  Chatelier  presented  a  paper  describing  a 
modified  apparatus  but  \»crc  unable  to  obtain 
strictly  reproducible  curves* 

Iiiproved  technique  and  apparatus  developed 
an  interest  in  tlio  application  of  the  method  to 
a  study  of  clays  and  soils,  IJallach  (1913) 
studied  clays  and  Uohlcn  (1913)  Gxaminod  clays, 
bauxite,  and  allied  r.iatorials.  Differential 
therioal  analysis  was  applied  to  similar  substances 
by  Houldsviorth  and  Cobb  (1922^  and  Kurnakov 
and  Urazov  (1924), 

It  hasn»t  been  until  recent  years  that  record- 
ing and  temperature  control  equipment  have  been 
available  with  v^hich  investigators  could  obtain 
reproducible  curves  ar  semi- quantitative  information. 
The  present-day  intensified  study  of  tk)  method 
began  in  France  with  Orccl  and  Caillere  (1933) 
and  in  the  United  States  with  Insley  and  Evvell  (1935)  # 
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During  this  period,  iiany  papers  on  differential 
thernal  analysis  -were  presented,  notably: 

CaillQr©  (1933-1934),  Dubois  (1936), 

Kazakov  and  Andrianov  (1936)  on  methods 

used  in  differential  thernal  analysis, 

Kunanin  and  Kalen  (1936)  on  theory. 

Menshutkin  (1936)  on  history, 

Oreel  (1935)  on  later itos. 

Thilo  and  Schunenann  (1937)  on  pyrophyllite 

Wilcox  and  Bossard  (1936)  on  self-recording 

apparatus, 

Norton  (1939)  on  an  evaluation  of  the  nethod 

as  applied  to  clay  ninerala. 

Orcc-1  in  1935  prcsontod  a  peper  giving 
theriial  curves  for  riost  of  the  clay  ninerals  and 
iiany  natural  clays,  iVlthough  Or  eel  suggested  a 
possibility  of  quantitative  ueasurenent,  no  such 
analysis  v^as  attenptcd  until  1933  vjhen  Norton 
presented  his  paper. 

The  nost  recent  applications  of  differential 
thernal  analysis  have,  been  numerous  and  varied. 
Of  primary  interest  to  the  soils  engineer  are 
the  critical  studies  of  nany  clay  minerals  by 
Grin  and  Rowland  (1942)  and  basic  information  on 
the  general  application  of  the  nethod  presented 
in  papers  by  Spoil,  Berkelhancr,  Pask  and 
Davis  (1945). 
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Korr  and  Kulp   (1947,   194S,   and  1949)  have 
considerably  added  to  the  available  infornation 
in  their   application  of  a  soni-quantitative 
nethod  of  differential   thornal  analysis  to  a  study 
of  cloy  nineral  regions  throughout  the  United 
States  for  the  Anorican  Potroleun  Institute, 
These   investigators  have  also  introduced  a 
nultiple  nethod  of  differential  thernal  analysis 
\^hereby  it  has  been  possible  to  conplote  18  tests 
in  a  nornal  eigiit-hour  \/«orking  day«      (1) 

Work  on  the  identification  of  clay  minerals 
by  differential  thornal  analysis  vias   initiated  at 
Rensselaer  Polytechnic  Institute  in  194B  by 
Costello,  vjho  used  a  tube  furnace  for  heating 
the   sonplos,   ncasurod  the  temperatures  and 
differential  temperatures  \^ith  a  portable  poton- 
tioxneter,    and  controlled  the  heating  rate  by 
manually  operating  the  Varic,     The  following  year 
Bystrovjski  added  a  Specdonax  for  recording  the 
sarnie  and  differential  temperatures  but  continued 
to  manually  control  the  heating  rate.      During  the 
summer  of  1949,  Ilr,   J,  E.  Munzer  added  a  Brown 
Potentiometer  -  to  record  the  standard  temperature 
and  to  automatically  control  the  heating  rate  - 
and  ass;embled  the  equipment  in  the  form  used  by 
Hudson  and  Hoskins  for  their  work  in  1950, 
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THEOnY 
DljTerential  Thermal  Analysis 

The  theory  of  differential  thermal  analysis 
was  outlined  by  Speil  In  1945.  This  theory  vias 
later  modified  by  Kerr  and  Kulp  in  1948  (1)  and 
is  included  in  this  study  as  an  aid  to  interpre- 
ting the  test  results  vihich  fOHo^n. 

Two  methods  are  used  in  the  study  of  the 
thermal  properties  of  minerals.  One  method^ 
equilibrium  dehydration,  uses  a  statio  method 
of  heating  and  is  concerned  with  the  determination 
of  the  percent  loss  in  weight  as  a  function  of 
temperature.  Because  of  the  inherent  difficulties 
in  this  method  of  analysis,  it  is  generally 
believed  that  differential  thermal  analysis 
offers  greater  possibilities  for  the  study  of 
clay  mineral  structure, 

Differential  thermal  analysis  consists  of 
comparing  the  thermal  properties  of  an  active 
substance  with  those  of  a  thermally  inactive 
material,  such  as  alumina,  by  heating  the  materials 
at  a  constant  rate  up  to  a  temperature  of 
approximately  1100°  C, 

The  temperatures  of  both  the  active  and  inert 
materials  are  measured  by  seperate  thermocouples, 
and  the  difference  in  temperature  between  the  two 
materials  is  measured  by  a  differential  thermocouple 


bridging  the  two  substances.  Suitable  equiprient 
records  the  teuperatures  at  which  the  thermal 
changes  take  place  as  viell  as  the  intensities  of 
these  reactions*  The  final  results  appear  as  a 
curve  shoviins  the  tenperature  difference  between 
the  active  and  inert  riaterials— usually  expressed 
in  nillivolt  equivalents — as  a  function  of  the 
tenperature  of  the  active  natorial. 

The  thcrrial  changes  which  take  place  in  the 
active  naterials  are  dehydration  and  de composition. 
Dehydration  produces  an  endothernic  reaction 
during  which  the  sample  absorbs  more  heat  than 
the  standard  causing  the  temperature  of  the  sample 
to  lag  behind  that  of  the  standaM.  This  tempera- 
ture lag  introduces  an  electrical  potential  in 
the  differential  thermocouple  which  causes  a 
displacement  of  the  differential  temperature 
curve  in  a  negative  direction. 

Decomposition  produces  an  exothermic  reaction 
resulting  from  a  break-down  (0*  the  original 
crystalline  structure  during  which  heat  is 
liberated  from  the  active  material  causing  the 
temperature  of  the  sample  to  be  higher  than  that 
of  the  standard.  The  direction  of  the  electromotive 
force  in  the  differential  thermocouple  duo  to  an 
exothermic  reaction  is  opposite  to  that  of  the 
flow  caused  by  an  endothermic  reaction  and 
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results  in  a  displacenont  of  the  differential 
temperature  curve  in  a  positive  direction. 

If  the  saiiple  and  standard  material  are 
at  the  sane  temperature,  no  electromotive  force 
occurs  and  the  differential  thermal  curve  registers 
zero  millivolts. 

Since  the  space  does  not  permit  a  complete 
derivation  of  the  differential  thermal  analysis 
equations,  the  reader  is  referred  to  the  paper 
by  Kerr  and  Kulp  (1)  in  which  this  derivation  is 
presented. 

The  equation  developed  by  Kerr  and  Kulp 
considers  the  dynamic  effects  of  the  differential 
flow  of  heat  from  the  sample  block  to  the  thermo- 
couples in  the  center  of  the  sample  and  the  heat 
of  the  thermal  reaction.  This  equation  was 
obtained  by  equating  the  following  three  items: 

1,  The  quantity  of  heat  added  or  subtracted 
from  the  test  specimen' due  to  exothermic 
or  endothermic  reactions. 

2,  The  quantity  of  heat  brought  in  by  flow 
from  the  metal  block  and  absorbed  by  the 
specimen  and  standard. 
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3«  The  ariDQnt  of  heat  used  in  raising  the 
tonperature  of  both  the  active  and  inert 
material. 


Thus: 


J. 


AH  7      dt 
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V/here:       n  =  the  rnss  of  reactive  material  in  the 
specirien 
g  =  geoiietrical  shape  constant 
k  =  thernal  conductivity  of  the  test 
specirien 
^H   =  heat  of  reaction  per  unit  mass  of  the 

reacting  i\aterial, 
AT   =  the  tonperature   differonee  indicated 

by  the  difforential  therciocouplo 
dt  z:  a  differential  interval  of  tine 
a  and  c    -=-  the  integral  linlts  of  the  differential 
tenperaturo  curve  for  an  ondothorraic 
or  exothernic  react^-on. 
The  derivtition  of  the  above  equation  neglects 
the  temperature  gradient  in  the  systen  by  assuriing 
that  it  is  acsentially  tlie   sane   for  both  the 
active   and  Inert  naterials,     Purthernoro,    the 
derivation  assunes  that  the  nass  of  both  the 
test   specirien  and  standard  are  equal  and  that 
temperature  differences  between  the  nicjcel  Wock 
and  standard  natcrial  as  V19II  as  differeikces  due 
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to  chaiigos  in  the  iioan  specific  heat  and  tliernal 
conductivity  of  the  test  specinen  are  snail 
conpared  to  those  produced  by  other  factors. 

The  above  equation  denonstrates  that  the 
area  under  the  differential  tonperature  curve 
is  proportional  to  the  nass  of  the  reacting 
riaterial.  Since  the  geometrical  shape  factor  and 
the  heat  of  reaction  are  constant  for  a  given 
iiaterial  and  test  conditions,  the  above  relation 
would  be  lineal  if  the  thernal  conductivity  of 
the  natorials  renained  constant  throughout  the 
test.  It  has  not  been  denonstratod  that  the  thernal 
conductivity  renains  constant. 

Selecting  the  linits  of  the  differential 
temperature  curve  is  purely  arbitrary,  and  the  area 
under  the  curve  nust  be  laboriously  computed. 
Hence,  most  investigators  concerned  viith.   a 
quantitative  analysis  are  content  with  establishing 
the  relation  between  the  ar.iplitude  of  the  peak 
reaction  and  the  quantity  of  the  active  material 
contributing  to  the  reaction.  It  is  this  nethod 
which  will  be  used  in  the  investigation  that 
follows. 
Clay  Ilineral  Structure 

The  general  therrxil  characteristics  of  the 
three  clay  minerals  investigated  are  discussed 
as  follows: 
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Kaolinite:  The  thermal  curve  exhibits  an 
endothernic  reaction  at  about  600°  C  and  an 
abrupt  intense  exothernic  reaction  near 
1000°  C,  Most  investigators  agree  that  the 
endothernic  reaction  accompanies  the  dehy- 
dration of  the  mineral  and  the  exothernic 
reaction  is  associated  \^ith  the  forintion 
of  ganna-aluninum  oxide. 

Illites:   The  thermal  curves  show  endothernic 
peaks  at  about  150°  C,  600-650°  C, ,  and  about 
950°  c»,  and  an  exothermic  peak  immediately 
follo^'iing  the  third  endothermic  peak.   The 
first  endothermic  peak  indicates  the  loss  of 
s\^elling  viater  (water  held  between  the  basal 
planes  of  the  lattice  structure),  the  second 
endothermic  peak  accompanies  the  loss  of  most 
of  the  lattice  water,  and  the  third  endothermic 
peak  is  associated  with  the  final  destruction 
of  the  illite  structures.  The  exothermic 
peak  is  probably  associated  with  the  formation 
of  a^inol.  '' . 

Bentonitc:  The  thermal  curves  show  endothermic 
peaks  at  about  150o  c.,  775°  C»,  and  an 
exothermic  peak  imi:iediately  following  the  last 
endothermic  peak.  The  initial  endothermic 
peak,  as  in  the  curves  for  illites,  represents 
the  loss  of  swelling  water,  the  second 
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endotliornic  poak  acconpanies  a  loss  of 
lattice  viater.  The  roason  for  the  third 
endothernic  peak  is  not  fully  agreed  upon 
by  all  investigators.  Grin  and  Rowland  (2) 
suggest  that  it  is  associated  vvith  lattice 
disruption,  vihoreas  Page  (3)  riaintains  that 
it  is  due  solely  to  the  loss  of  the  reriaining 
lattice  vuater-.  The  extohcrnic  peak  probably 
acconpanies  the  fornation  of  spinel. 
The  kaolinite  and  illitos  both  have  an  endothernic 
reaction  betvvcen  500  and  600°  C»  Hov»ever  ,  the 
intensity  of  the  kaolinite  reaction  is  about  ten 
tines  that  of  the  illite.  This  can  bo  partially 
explained  by  the  fact  that  the  1:1  lattice  cloy 
nineral  (kaolinite)  loses  nore  water  than  the 
2:1  lattice  clay  nineral  (illite);  furthermore, 
Grin  and  Rowland  su^^cest  that  this  reaction  also 
represents  the  destruction  of  the  1:1  lattice. 
The  kaolinite  curves  are  nore  regular  and  show 
less  variation  than  the  illite  curves.   It  has 
not  been  satisfactorily  explained  }fihy   the  second 
endothernic  peak  occurs  at  about  100°  C  higher 
in  bentonitos  than  in  illites,  when  both  clay 
nineral s  have  the  2:1  lattice  and  about  the  sane 
anount  of  lattice  water.   The  third  endothernic 
peak  appears  to  be  characteristic  of  2:1  lattice 
clay  ninerals • 
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EQUIPL'IENr 
General  Description 

The  cquipnent   used  throughout  the  study  an  as  the 
same  as  that  used  by  Hudson  and  Ho skins   in  1950  except 
for  the  addition  of  t\vo  furnaces  to  increase  the 
nuraber  of  tests  which  could  be  conducted  and  to  more 
fully  utilize  the  relatively  expensive  autographic 
recording  equiprient, 
Sariplc  Holders 

The  sanplc  holders — developed  by  J,  E,   Munzer— 
viere  raachined  from  a  niclcol  block.     Each  holder  has 
two  cells,   one   for   the  test  sample  and  the  other  for 
the  standard,    seperated  by  a  slot  1/16  inch  wide  and 
J  inch  deep  to  reduce  heat  transfer   between  the   cells. 
Each  cell  contains  a  tenpcrature — measuring  thermo- 
couple  and  a  differential-temperature  thermocouple 
which  connects  the   two  cells*     The   sample  holder  was 
mounted  on  a  rod  about  14  inches  long  to  facilitate 
placinc  and  removing   the  holder  from  the  furnace. 
Stainless  steel  rods  were  found  to  be  the  most 
effective  in  resisting  oxidation  at  the  high  furnace 
temperatures. 
Thermocouples 

All  thermocouples  were  made  from  Brown  and  Shexp 
18  gage   chrome  1  and  alumel  wire  stock  ani  were  fused 
with  a  fine-tipped  oxy-acetylene  torch   using  bprax 
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as  a  flux.     The  differential  thernocouple  consists 
of  two   loads  of  clironel  vjiro  bridged  by  a  short 
longtli  of  aluiJ.ol  vjiro.     The  thernocouplo  junctions 
viero  oenborcd  in  the  cells  and  xiore  hold  in  place 
by  porcelain  tube   insulators  which  a^Lso  carried  the 
therino couple  leads  to  the  exterior  of  the  furnace. 
Connection  of  the  thernocouples  to  the  automatic 
recording  equipuont  was  made  through  a  Jones  plug 
nounted  on  the  table  supporting  the  furnaces.     Add- 
itional leads  connected  the  Jones  plug  to  a   terminal 
block  in  the  recording  equiprjont  cabinet.     Such  a 
connection  facilitated  the  operation  of  the  three 
furnaces  with  one  set  of  recording  equipment,    but  in 
order  to  make  the  necessary  corrections,   the  tempera- 
ture  at  each  cold  junction  must  be  noted. 
Furnaces 

The  three  test  fuTnaces  used  were  heavy  duty, 
combustion  type,   Hoskins  Ilodel  FH-305|   12  inches  long 
with  an  inside  diameter  of  2-1/32  inches  and  were 
lined  with  an  alumina  tube  having  an  inside  diameter 
of  1-1/2  inches.      It  was   the  original  intent  to  use 
1750-vjatt  heating  elements  supplied  by  a  two-kilov;att 
transformer  v*ith  a  maximum  output  of  17  volts  and 
118  amperes.     However,    certain  operation  difrioulties, 
discussed  in  Appendix  H,  made   it  necessary  to 
revert  two  of  the  furnaces  to  1.000-wntt  elements 


supplied  by  q  one-kiloviatt  transforrier  having 
a  secondary  output  of  20  volts  and  50  amperes • 
Temperature  Control 

The  rate  at  which  the  temperature  control 
indicator  (black  pointer)  travels  across  the  Brown 
Potentionetor  is  established  by  the  ratio  jf  gears 
in  the  chain-drive  mechanism*  The  furnace  temperature 
indicator  (rod  pointer)  registers  the  temperature  of 
the  standard  in  the  sample  holder.  The  relative 
position  of  this  indicator  with  respect  to  the 
temperature  control  indicator  adjusts  (by  means  of  a 
cam  and  lever  device)  the  position  of  a  motor-driven 
variable  transforiior,  Variac  V-20,  having  a  rated 
output  of  3.45  kilowatts  and  operating  between  0  and 
135  volts.  The  Variac  controls  the  voltage  to  the 
primary  of  the  furnace  transformer  and  thereby  main- 
tains tho  desired  rate  of  temperature  increase. 
Recording  Equipmo nt 

A  Brown  Recording  Potentiometer  Pyrometer,  Model 
No,  11366l-X53?flH,  manufactured  by  the  Brown  Instru- 
ment Company,  having  a  temperature  range  of  0  to 
1200  degrees  centigrade,  \:as  used  to  continuously 
record  the  temperature  of  the  standard  and  to  control 
the  rate  of  increase  in  furnace  temperature  as 
described  above. 
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Tho  sanplG  tcnpcraturo  and  diffGrcntial  tonpora- 
tuTGS  wore  rocordGcl  by  a  Typo  G,  IIoclcl  S  60000  Sorios, 
SpoQdotiax,  nanufacturod  by  Locds  and  Northrup  Company, 
Tho  SpcGdonax  has  a  tcnporaturo  rango  of  0  to  1200 
dcgrocs  contigrado  and  can  rocord  differential 
tonporaturos  from  plus  to  riinus  1,5  nillivolt  oquiva* 
lonts.  This  nultiplo -point  recording  apparatus, 
vihon  operated  as  a  two-point  rocordor,  plots  thernal 
curves  directly,  successive  points  on  each  curve 
boing  printed  every  six  seconds.  Since  the  thornal 
curves  arc  printed  on  paper  calibrated  in  degrees 
centigrade,  the  tonperaturo  of  the  sanplo  can  be  read 
directly  fron  the  record  sheet,  but  the  evaluation 
of  tho  differential  thorrxil  curve  requires  the  super - 
inposition  of  an  equivalent  nillivolt  scale. 
Preparation  Apparatus 

Materials  to  bo  tested  wore  preheated  in  an 
Elconap  Oven,  Ibdcl  DPC-M-60292,  ThernocouplG 
calibrations  were  nado  in  a  Hevi-Duty  Multiple  Unit 
Electric  HufflQ  Furnace,  Type  66-P,  with  a  naxinur.i 
tcnporaturo  of  1000  degrees  centigrade,  A  Cenco- 
Meinzer  Sieve  Shaker,  Cat,  No,  18480,  was  used  for 
sonple  fractionation.  Dispersed  samples  of  the 
illite  wore  centrifugod  in  an  International  Centrifuge, 
Size  1,  Type  C,  No,  X8982,  nanufacturod  by  tho 
International  Equipment  Company. 
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EQUIPIIEOT  CALI3RATI0N 
Thernocouplea 

The  calibration  of  the  thernocouples  vjaa 
necessary  to  prevent  the  use  of  faulty  thernocouples 
and  to  pernit  a  nore  eraot  analysis  of  the  data 
obtained  fron  each  test»     By  calibrating  each  therno- 
couple  against  a  standard  themocouple ,   corrections 
can  be  nade  for   slight  variations. 

All  thernocouples  were  calibrated  by  placing 
then  in  the  LIuffle  Furnace  with  a  standard  therno- 
couple  and  heating  then  to  a  tenperature  of  1000 
degrees  osntrigrade.     The   standard  thernocouple 
had  been  previously  calibrated  by  Hudson  and  Ho  skins. 
To  obtain  consistent  results,   the  cold   junction 
tenperatures  and  the  e.ii.f,   of  both  the  test  and 
standard  thernocouples— iioasured  by  a  Brown  Portable 
Potontioneter— vjere  recorded  as  the  furnace  cooled. 
By  using  two  portable  potent ioLieters,   it  was 
possible  to  calibrate  four  thernocouples  at  one 
tine.     Each  thernocouple  was  nunbered  so  that  it 
could  be  identified  in  the  assenbly  of  the  saiaple 
holders  and  properly  identified  with  the  data  for 
each  test  conducted. 
Differential  Thernocouples 

The  differential  thernocouples  were  calibrated 
to  elininate  those  which  were  faulty  and  to  establish 
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the  zero  has©  lino  of  the   differential  thornal 
curve  for  the  particular  differential  thermooouplQ. 
A  differential  thermal  test  on  an  assembled  sample 
holder,  using  an  equal  quantity  of  alumina  in 
both  the  sample  and  standard  cell  was  sufficient 
to  both  check  and  calibrate  the  differential 
thermocouple , 
Recording  Equij)ment 

The  recording  equipment  was  adequately  calibrated 
during  its  initial  installation  by  J",  E.  Munzer 
and  by  Hudson  and  Hoskins.  Only  occasional  cliecks 
with  a  portable  potentiometer  were  found  necessary. 
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PROCEDURE 

Saraples  and  Standard 

Samples  of  the  three  clay  types  tested  wore 
kaolinito  fron  Georgia  (Wards*  Natural  Science 
Eatablishnent,  Inc.);  Volclay  V/yoning  bontonite 
(American  Colloid  Co.);  and  grundlte  bond  clay,  an 
illite -bearing  shale  fron  Goose  Lake,  Illinois. 

The  clay  samples  viere  ground  and  sieved  to  give 
variations  in  grain  size  from  100  to  I40  nesh,  I40 
to  200  nesh,  and  from  200  to  pan.  Samples  having 
a  grain  size  from  140  to  200  mesh  were  used  on  all 
studies  except  those  concerned  viith  the  effect 
of  grain  size  variation  on  the  differontial  thermal 
curve.  The  sieved  material  was  placed  in  evapora- 
ting dishes  in  a  drying  oven  set  at  50  C  where  it 
remained  for  at  least  24  hours  prior  to  testing. 
Because  some  of  the  material  aggregates  upon  drying 
(particularly  the  kaolinite)  each  sample  was  resle"«'ed 
immediately  before  being  placed  in  tho  sample  block. 

The  standard  material  used  was  electrically  fused 
crystalline  alumina  (Norton  Company)  and  was  ground 
and  sieved  to  ^ive  the  same  grain  size  distribution 
as  the  sample  but  was  not  oven  dried.  For  each  test, 
the  grain  size  of  the  alumina  was  always  the  some  as 
the  grain  size  of  the  sample. 
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Henceforth,  the  clay  tested  will  be  referred 
to  as  the  sariple  and  the  aluriina  will  be  referred  to 
as  the  standard. 

Prior  to  placing  the  sanple  and  standard  in  their 
individual  cells,  the  thernocouples  wore  chocked  to 
insure  that  they  viero  not  in  direct  contact  with  the 
sanple  block  and  that  each  was  centered  in  its  cell. 
Each  insulator  around  the  thornocouplo  wire  was 
adjusted  so  that  its  cell  face  was  flush  with  the 
wall  of  the  cell. 

The  two  types  of  tests  conducted  required  two 
different  procedures  in  preparing  and  placing  the 
naterials  in  the  sanple  holder.  Tests  to  check  the 
results  of  the  study  nade  by  Hudson  and  Ho skins 
required  cell  volunes  of  naterial  conp acted  in  the 
sane  manner  adopted  by  then.  The  second  phase  of 
this  investigation  necessitated  the  use  of  known 
weights  of  saiiiple  and  standard.  Various  weight  ratios 
wore  used  in  order  to  study  their  effect  on  the 
magnitudes  of  reactions  on  the  differential  thernal 
curves. 

V/hero  tests  required  a  coll  volume  of  material, 
the  sample  and  standard  were  placed  in  their  respective 
cells  and  compacted  by  tapping  the  bottom  of  the 
sample  block  until  the  material  was  flush  with  the 
top  of  the  coll.  This  was  the  method  adopted  by 
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Hudson  and  Hoskins  and  was  used  during  the  first 
phase  of  this  investigation  to  permit  comparison  of 
results  by  insuring  naximun  consolidation  and 
uniform  density. 

For  tests  requiring  knovjn  weights  of  sample  and 
standard,  the  material  was  rosoivoc^  upon  removal  from 
the  drying  oven  and  was  accurately  weighed  to 
within  :^O.001  gran  on  an  analytical  balance  before 
being  placed  in  the  sample  holder,  The  weighed  material 
was  also  consolidated  by  tapping  the  bottom  of  the 
sample  block. 

It  should  be  noted  that  in  order  to  obtain 
consistent  results,  the  thermocouples  should  be 
sufficiently  covered  by  the  material  in  each  coll, 
thereby  establishing  a  minimum  amount  of  rjaterial 
which  can  be  accurately  tested. 

The  effect  of  pre-treatment  on  the  illitc-bearing 
shale  was  studied  on  samples  of  grundite  prepared 
as  follows: 

4s  Received:   The  material  was  sieved  just  as  it 

come  from  the  containers  and  was  tested  wjlhout 

being  oven  dried. 

Oven  Dried:  The  material  was  sieved,  placed  in 

the  drying  oven  at  50°  C  for  at  least  24  hours 

prior  to  being  resievod  and  tested. 
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Dispersed;  The  grundite  vias  dispersed  in  distilled 
water,  settled,  decanted,  and  contrifuged. 
After  drying  at  50°  C,  the  sample  \«as  ground 
and  sieved  before  being  tested. 
Treated  with  HgO^:  The  sanple  was  dispersed  in 
distilled  water,  treated  with  30%  hydrogen  per-* 
oxide,  settled,  decanted,  centrifugod,  redispersod 
in  distilled  water  and  rocentrifuged  three  tiroes 
before  being  dried,  ground,  sieved,  and  tested. 
Treated  with  HgO^  and  HCl:  A  portion  of  the 
sanple  treated  with  just  hydrogen  peroxide  was 
also  treated  with  dilute  hydrochloric  acid  prior 
to  settling.  After  settling,  the  riaterial  was 
deoa;itod,  centrifugod  three  tiiiKS  before  being 
dried,  grouncl,  sieved  and  tested. 
Samples  used  in  the  Investigation  of  the  effects 
of  ion  saturation  on  the  differential  thermal  curves 
were  prepared  by  17.  D.  Ennis  and  J.  C,  Hufft  for  a 
thesis  entitled:   "Investigation  of  the  Effect  of  Various 
Cations  on  the  Attorberg  Linits  of  Kaolinito.  II lite . 
and  Montmorillonite".  The  reader  is  referred  to  the 
above  mentioned  thesis  for  a  description  of  the 
procedure  ei:5)loyed  in  the  preparation  of  these  samples. 
Operation  of  Equippcnt 

After  the  sample  and  standard  had  been  placed 
in  the  sample  holder,  the  thcrmooouplea  were  connected 
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to  the  recordins  equipment  through  the  Jones  plug. 
The  batteries  for  operating  the  internal  circuits  of 
the  Brovm  Potentiometer  and  the  Speedomax  were 
then  connected,  and  the  compensating  rheostat  was 
set  to  provide  a  predetermined  Initial  voltage 
setting  on  the  Variao.  At  this  point,  the  switches 
to  the  furnaces  and  the  main  power  supply  wore  closed. 
The  electronic  circuit  of  the  Speedomax  is 
automatically  balanced,  but  the  circuit  in  the 
Brown  Potentiometer  must  bo  balanced  manually. 

During  these  experiments,  it  has  been  determined 
that  a  more  uniform  heating  rate  and  consequently  more 
consistent  results  could  be  obtained  by  turning  off 
the  Brown  Potentiometer  after  balancing  the  internal 
circuit  and  sotting  both  indicators  at  75°  C.  By 
properly  setting  the  compensating  rheostat  to  estab- 
lish the  correct  initial  voltage  from  the  Variac  to 
the  furnace,  and  by  setting  the  temperature  control 
mechanism  on  the  Brown  into  operation  when  the  oven 
has  reached  a  temperature  of  75°  C  (as  indicated  by 
the  Speedomax),  the  hunting  effect  of  the  temperature 
control  mechanism  con   be  virtually  eliminated. 

On  the  basis  of  a  recommendation  by  Hudson  and 
Hoskins,  a  heating  rate  of  1023°  C  per  hour  was  used 
throughout  this  investigation.  The  heating  rate  is 
established  by  the  ratio  of  gears  in  the  chain  drive 
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for  the  temporaturo  control  jnochanism  of  the  Brown 
Potentiometer.     At  a  temperature  of  1200°  G,   the 
temperature  control  indicator  opens  a  mechanical   cut-off 
sviitch  vihich  operates  a  relay.     The  activation  of 
the   relay  automatically  shuts  off  all  power  to  the 
equipment  and  furnaces  at  the  end  of  each  test  run. 
Data  Recorded; 

The   following  data  is  considered  to  bo  essential 
for  each  test  conducted: 

1,  Number  of  Run:     To  identify  the  Brovin  and 

Speedomax  recordings  with  the  data, 

2,  Date  of  test: 

3,  Sample  tested:  Identify  by  mineral  name  or 
origin, 

4,  Standard  Uaod:  Usually  Alumina  Silicate, 

5,  Grain  size  of  Sample  and  Standard: 

6«  C^uantity  of  Sample  and  Standard  Used:  By 
either  cell  volume  or  weight  in  grams.  If  a 
mixture  was  used,  the  weights  of  each  material 
in  the  mixture, 

7,  Thermocouple  numbers:  To  correct  for  varia- 
tion in  original  calibration. 

8,  Cold  Junction  Temperatures:  To  make  the 
necessary  corrections  for  cold  junction 
variations. 
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9*     Heating  Rate:      Both  that  established  by  t he 
gear  ratio  in  the  Brown  and   that  indicated 
on  the  Brovin  Recording  • 

10.  Furnace  T/attage:     This   investigation  used 
both  1000  and  1750-"watt  furnaces.     The  results 
obtained  from  each  furnace  varied  slightly 
and  this  variation  must  be  corrected  for 

in  the  results  and  should  be  properly  accounted 
for. 

11,  Remarks:  Deviations  from  standard  procedure, 
equipment,  material,  or  any  other  pertinent 
information. 
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RESULTS  Am   CONCLUSIONS 
General 

During  the  process  of  evaluating  the  200  or 
more  tests  conducted  during  this  investigation, 
certain  fundamental  properties  of  the  differential 
tODiperaturo  curve  became  apparent.  These  properties 
are  discussed  at  this  point  to  assist  in  the 
explanation  of  the  results  and  conclusions  \'»hich 
folloi/v. 

As  has  boon  noted  by  other  investigators, 
the  temperatures  at  ijhich  the  peak  cndothormic 
and  exothermic  reactions  took  place  are  a 
particular  property  of  each  clay  mineral.   It  is 
this  property  viihich  makes  possible  the  identifica- 
tion of  clay  minerals  by  differential  thermal 
analysis* 

The  theoretical  discussion  indicated  that 
the  areas  under  the  differential  temperature 
curves  (and  hence  the  magnitudes  of  the  peak 
reactions)  arc  proportional  to  the  mass  of  the 
reacting  material.   This  fact  makes  possible 
quantitative  analysis  of  clay  minerals  by  differen- 
tial thermal  analysis. 

Certain  tests,  notably  those  on  the  effect 
of  variations  in  grain  size  (Appendix  C), 
evidenced  a  constant  displacement  of  the  differen- 
tial temperature  curve  viith   respect  to  the  zero 
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millivolt  line  of  tho  Speodomax.  Other  tests, 
using  loiovin  weights  of  the  sample  and  varying 
weights  of  standard,  revealed  that  the  magnitudes 
of  tho  reactions  for  equal  weights  of  the  sample 
remainod  constant  when  measured  from  the  displaced 
base  lino  of  the  curve  and  that  the  magnitudes 
wore  not  apparently  effected  by  tho  displacement. 
The  displaced  base  line  was  taken  to  be  those 
portions  of  the  differential  temperature  curve 
which  were  known  to  exhibit  no  thermal  reactions. 

From  these  tests  the  authors  concluded  that 
two  factors  must  be  responsible  for  the  displace- 
ment of  the  differential  temperature  curve. 
Those  factors  arc  the  relative  thermal  conductivities 
of  the  sample  and  standard  and  the  relative  mean 
specific  heats  of  tho  sample  and  standard.  Of 
these  two  factors,  the  relative  thermal  conduc- 
tivity is  considered  to  be  more  influential  on 
the  observed  displacement,  Furthermore,  it  is  this 
factor  which  is  considerably  affected  by  the 
relative  physical  position  of  the  thermocouples 
in  the  sample  and  standard  colls  and  the  method 
used  in  placing  and  compacting  the  materials  in 
the  cells. 

The  influence  of  the  relative  thermal 
conductivity  on  the  displacement  of  the  differen- 
tial temperature  curve  can  be  anallzod  by  a  study 
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of  the  equation  for  a  steady   state   of  heat   floTW, 

V/hero  q  =   the  time  rate  of  heat  flovj 

K  =  the  therraal  conductivity 

A  =  the  area  measured  perpendicular  to  the 
direction  of  heat  flovy 
Tg  =r  the  temperatujre  of  the  nickel  block 
Ti    X  the  temperature  at  the  center  of  the 
cell 

d  r  the   distance  rieasured  in  the   direction 
of  heat  flow 
Let  A    =     g,    the  geometric   shape  factor    (sec 
THEORY),   lAihich  is  the  sarae  for   both  cells.      Since 
the  rate  of  heat  flovi   (q)    is  the  same  from  the 
block  to   sample   and  standard,   the  difference   in 
temperatures  between  the  nickel  block  and   center 
of  the  cell    (Tq  -  T-j_)    is  inversely  proportional  to 
the      conductivity   (K),      Thus,    if  the  conductivity 
of  the  sample  material  wore  lovver  than  that  of 
the   standard,    the  temperature  difference,   Tq  -  Tj^, 
vjould  be   consistently  greater  for  the   sample 
than  for  the  standard.     Hence,   the  temperature 
recorded  by  the  thermocouple   in  the  sample  would  be 
constantly  lower  than  that  recorded  by  the  thermo- 
couple  in  the  standard,   provided  of   course,   that 
no  heat  was  being  absorbed  or  liberated  by  the 
sample  itself.     From  the  description  of  the 
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operation  of  the  differential  thermocouple 
contained  in  the  section  on  THEORY,  it  can  be 
seen  that  this  difference  in  temperature  betvveen 
the  sample  and  standard  would  cause  a  constant 
displacement  of  the  differential  teniperature  curve 
in  an  endothcrmic  direction,  A  displacement  in 
the  opposite  direction  viould  result  if  the  thermal 
conductivity  of  the  standard  were  lower  than  that 
of  the  sample, 

J^om  the  foregoing,  three  important  conclusions 
have  been  reached: 

1,  The  zero  base  lino  of  the  differential 
temperature  curve  is  a  relative  function 
of  the  mctorials  being  tested  and  is  not 
necessarily  a  characteristic  of  the  equipment 
used  in  conducting  the  tests, 

2,  The  magnitudes  of  the  thermal  reactions, 
measured  from  the  displaced  zero  base  lino 
of  the  differential  temperature  cur\re,  are 
not  affected  by  the  displacement, 

3,  The  evaluation  of  a  differential  temper- 
ature curve  and  particularly  a  quantitative 
differential  thermal  analysis  should  be  made 
with  respect  to  the  displaced  zero  base  lino 
of  the  curve. 

The  location  of  the  displaced  base  line  is  a 
factor  which  has  presented  a  groat  deal  of 
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difficulty  in  previous  attempts  of  a  quantitative 
differential  thcrnal  analysis,  a  change  in  the 
relative  thermal  conductivities   or  mean  specific 
heats  during  a  test  can  cause  a  change  in  the 
position  of  this  reference  line,  Ibst  important, 
a  slight  variation  in  the  location  of  the  base 
line  can  cause  a  slight  change  in  the  amplitude 
of  the  peak  reactions  and  a  considerable  change 
in  the  area  under  the  differential  temperature 
curve,  thus  giving  an  erroneous  indication  of 
the  mass  of  active  material  in  the  sample. 
Verification  of  Previous  Results 

The  portion  of  this  investigation  concerned 
vjith  the  verification  of  previous  results  is 
evaluated  in  the  follov^ing  sections. 
Heating  Rate: 

Hudson  and  Hoskins  concluded  from  their  study  of 
the  effect  of  various  heating  rates  on  the  differen- 
tial thermal  curve  that  a  lower  heating  rate 
results  in  a  smaller  amplitude  of  reaction.  These 
results  were  accepted  without  verification  because 
they  arc  in  agreement  with  theory.  A  low  heating 
rate  increases  tbc   period  of  tirae  over  which  a 
given  temperature  change  takes  place.  The  area 
under  a  differential  temperature  curve 
represents  the  energy  liberated  or  absorbed  by 
the  active  material  for  a  certain  change  in 
temperature  and  is  independent  of  the  heating  rate. 
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Therefore,  for  a  lovyi  heating  rate  the  reaction 
vvould  extend  over  a  large  period  of  tine  and  the 
amplitudes  of  the  reactions  would  be  small. 
Conversely,  for  a  high  heating  rate  the  reaction 
would  extend  over  a  short  period  of  time.  For 
the  same  liberation  or  absorption  of  energy,  the 
area  under  the  thermal  curve  would  also  bo  the 
same.  Thus,  the  amplitudes  of  the  reactions  for 
a  high  heating  rate  vjould  be  larger  than  those  of 
a  low  heating  rate. 

The  use  of  a  lov<  heating  rate  would  give 
greater  sensitivity  in  the  control  and  recording 
of  thermal  reaction  temperatures  but  would 
necessitate  the  use  of  suitable  equipment  to 
amplify  the  differential  temperatures.  The 
heating  rate  of  1023°  C  per  hour  used  throughout 
this  investigation  is  considered  to  be  an  optimum 
for  the  particular  equipment  employed  without 
amplifiers. 
Grain  Size  of  Thermal  Standard: 

Hudson  and  Ho  skins  conducted  a  scries  of 
tests  in  vjhich  alumina  was  used  as  both  the  sample 
and  standard  material.  The  grain  size  of  the 
standard  remained  constant  at  60  -  100  mesh  while 
the  grain  size  of  the  sample  was  desreased  from 
60  -  100  mosh  to  200  -  pan,  A 'review  of  the  data 
obtained  from  these  tests  revealed  a  constant 


■:ic^l-jCll 


-i^iltf  ioSir.I  .  ^  mlicod  /isiii 


3v. 


^  v-ccfierl:.•:•, 


i-ot-obOTi^a  X/Dffli 


;.0  6ini)n 

'ij3Cl01[   b'^ 

.J  ^iii 

displacGmcnt  of  the  diffGrontirJ.  tompcraturG 
curve  in  an  Gndothormic  direction.  This  displaco- 
mcnt  increased  as  the  grain  size  of  the  sample 
decreased. 

The  above  effect  can  be  explained  by  the 
fact  thc.t  the  thermal  conductivity  of  a  granular 
material  decreases  as  the  grain  size  of  the 
material  decreases.  The  conductivity  decreases 
because  the  total  number  of  voids  increases  vvhile 
the  size  of  the  voids  becomes  smaller  for  a  given 
volume  of  material  compacted  to  the  same  density. 
From  the  foregoing  general  discussion  it  can  bo 
seen  that  the  reduced  conductivity  of  the  smaller 
grain  sizes  should  cause  a  displacement  of  the 
thermal  curve  in  an  cndothormic  direction, 

Hudson  and  Ho  skins  conducted  fujcther  tests 
using  a  constant  grain  size  of  60  -  100  laesh  for 
the  alumina  standard  but  varying  the  grain  size 
of  a  kaolinitc  sample ,  Once  again  a  displacement 
of  the  thermal  curve  could  be  detected.  This 
displacement  increased  in  the  endothormic  direction 
Qs  the  grain  size  of  the  kaolinite  docrcasod, 
\vhich  is  again  consistent  vjith  the  above  observa- 
tion. It  is  therefore  concluded  that  the  relative 
grain  sizes  of  thermal  standard  and  sample 
affects  the  location  of  the  differential  tempera- 
ture curve  with,  respect  to  the  zoro  millivolt 


o:t 


lodtiLUtt  Xr,.to,t  'Vi,-y 


P-.f; 


■tn-r 


r^o  i5  Sfiii 


ovjtr^;;.: 


line  of  the  SiDccciomax.  It  is  bcliovcd  that  Hudson 
and  Ho  skins  vjoro  essentially  correct  in  using 
the  same  grain  size  for  both  sample  and  standard 
in  an  endeavor  to  eliminate  this  effect* 
Grain  Size  of  Clay  llinoral: 

The  following  tvio  observations  vicro  mado  as 
a  result  of  the  studies  on  the  effect  of  varying 
the  grain  size  of  the  clay  mineral: 

1,  There  is  a  variation  in  the  magnitudes 
of  peak  reactions  with  different  grain  sizes, 

2,  There  is  a  displacement  of  the  thermal 
curve  which  changes  with  varying  grain  sizes. 
It  has  been  demonstrated  theoretically  that 

the  area  under  the  differential  temperature  curve 
{and  hence  the  amplitude  of  the  peak  reaction) 
is  proportional  to  the  mass  of  the  reacting 
substance.  Actual  weight  measurements  were  mado 
by  Hudson  and  Hoskins  to  confirm  the  fact  that  the 
amount  of  material  tested  in  a  given  cell  volume 
decreased  with  decreasing  grain  size.  It  should 
therefore  be  expected  that  the  magnitudes  of  both 
the  exothermic  and  endothcrmic  reactions  should 
decrease  with  decreasing  grain  sizes  of  all  throe 
clay  minerals  tested.  Grain  size  studies  mado 
during  this  investigation  confirmed  the  above 
expcctationsi   (See  Appendix  C). 

Hudson  and  Hoskins  concluded  from  their 
studios  of  variation  in  the  grain  size  of  clay 
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minorals  that  the  intensity  of  the  cndothormic 
reaction  of  kaolinitc  docrcascd  viith  decreasing 
grain  size,  \vheroas  the  intensity  of  the  second 
and  third  cndothermic  reactions  of  bontonito  and 
illite  increased  v^iith  decreasing  grain  size* 

Hudson  and  Hoskins  also  observed  that  the 
thermal  curves  for  kaolinite  vicre  increasingly 
displaced  in  an  exothermic  direction  viihile  the 
displacement  of  the  bontonito  and  illito  curves 
increased  in  an  ondothermic  direction.  Since 
the  cujrves  were  dravm  i^ith  respect  to  the  zero 
millivolt  line  of  the  Spcedomax,  this  displace- 
ment 'Was  sufficient  to  indicate  that  the  reactions 
increased  vjith  decreasing  grain  size.  However, 
by  measuring  the  magnitudes  of  the  reactions  from 
the  displaced  base  line  (taken  as  the  tangent  to 
the  position  of  the  curve  betviocn  the  second  and 
third  cndothermic  reactions)  no  variation  in  the 
intensities  of  the  reactions  for  bontonito  and 
illite  could  bo  detected. 

The  magnitudes  of  the  peak  reactions  of 
bontonito  and  illite  are  considerably  smaller 
than  those  of  kaolinite.  Hence,  a  small  difference 
in  the  amount  of  material  tested,  the  manner  in 
which  it  is  compacted,  a  slight  variation  in 
heating  rate,  the  length  of  time  which  the 
material  is  left  in  the  drying  oven,  or  oven  a 
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slight  variation  in  the  somplo  itself  would  bo 
sufficient  to  nullify  a  diffcroncc  in  the  amplitude 
of  the  reactions. 

The  curves  shoviiing  tho  effect  of  variation 
in  grain  size  in  Appendix  C  vicro  also  plotted  vjith 
respect  to  the  zero  millivolt  lino  of  the  Speedo- 
max.  The  displacement  of  the  curves  for  all  three 
clays  increases  in  an  exothermic  direction.  Only 
a  difference  in  technique  could  account  for  the 
deviation  in  this  direction  of  displacement  of 
tho  bcntonite  and  illitc  curves  prepared  by 
Hudson  and  Ho s kins • 

Sinco  the  thermal  conductivity  of  both  the 
sample  and  standard  decreases  with  decreasing 
grain  size,  the  increased  displacement  of  tho 
curves  in  tho  exothermic  direction  obtained  by 
this  investigation  can  be  explained  only  if  the 
rate  of  decrease  in  conductivity  of  tho  standard 
is  greater  than  that  of  the  sample.  It  is  logical 
to  assume  that  the  rate  of  change  in  the  size  and 
number  of  voids  between  the  flat,  plate-shaped, 
clay -mineral  particles  is  slower  than  that  of  the 
more  spherical  alumina  crystals . 
Standard  Differential  Thermal  Curves: 

Verification  of  standard  differential  thermal 
curves  for  illite  was  not  possible  because  a 
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diffcrcmt  iliite -bearing  material  vias  ascd  throughout 

this  investigation.     Though  the  curves  oxhiMt 

small  endothcrmic  reactions  at  about  600°  0 

and  900°  C  vjhioh  are  typical  of  illitc,   they  also 

show  a  large  exothermic  reaction  near  500*^  C  lAihich 

is  not  reported  by  other  investigators.     Thus 

it  can  be   concluded  that  the  illito-bearing  shale 

(grundite)   contains  but  a  small  portion  of  illito 

clay. 

By  using  essentially  the  same  techniques 
adopted  by  Hudson  and  Ho  skins  it  vjas  possible  to 
duplicate  the  differential  thermal  curves  of 
kaolinite  and  bentonite  with  sufficient  accuracy 
for  a  qualitative  analysis.  Hovicver,  the  duplica- 
tion was  not  considered  sufficiently  accurate 
for  a  quantitative  analysis.  The  magnitudes  of 
the  peak  reactions  obtained  wore  consistently 
lower  than  those  obtained  by  Hudson  and  Ho skins, 
indicating  that  the  amount  of  material  placed 
in  a  given  cell  columo  was  consistently  loss 
throughout  this  investigation.  It  is  therefore 
concluded  that  though  one  operator  can  achieve 
consistent  results  using  a  given  cell  volume  of 
material,  duplication  of  results  sufficiently 
accurate  for  a  quantitative  analysis  requires 
the  use  of  known  weights  of  thQ  active  material 
being  tested. 
Factors  Affecting  A  Quantitative  Analysis 

Two  methods  of  effecting  a  quantitative 
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difforontial  tiiormal  onr.lysis  havo  boon  proposed. 
One  mothod  consists  of  comparing  tho  magnitudes 
of  the  peak  reactions  of  the  iinknovin  sample  v^ith 
the  corresponding  magnitudes  of  peak  reactions 
for  the  same  volume  or  weight  of  a  pure  mineral 
sample,  A  second  method  consists  of  preparing  a 
calibration  curve  showing  the  variation  in 
magnitude  of  peak  reactions  as  a  function  of 
the  percent  of  pure  mineral  present  in  a  controlled 
mixture  of  mineral  and  inert  substance.  The 
magnitudes  of  the  peak  reactions  of  a  thermal 
curve  for  an  unknown  sample  are  then  used  to 
determine  from  the  calibration  curve  the  percent 
of  a  given  mineral  present  in  the  sample.  Since 
the  results  of  both  methods  arc  dependent  upon 
a  comparison,  it  is  essential  that  certain  factors 
which  influence  the  thermal  reactions  bo  properly 
evaluated  and  controlled,  A  discussion  of  these 
factors  follows. 
Heating  Rate  and  Grain  Size: 

The  effect  of  variations  in  heating  rate  and 
grain  sizes  of  materials  tested  has  been  previously 
discussed.  Thus,  to  obtain  comparable  results  the 
heating  rate  used  should  be  the  same  for  all  tests. 
In  addition,  the  grain  size  of  the  unknown  sample 
tested  should  bo  the  same  as  that  of  the  materials 
used  in  developing  cither  standard  differential 
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temperature  curves  or  \^oight-calit!ration  curves, 
Protroatmont : 

Since  the  grundite  bond  clay  -was  known  to 
contain  but  a  small  portion  of  illitc,  it  vias 
deemed  necessary  to  treat  the  material  in  various 
manners  in  an  effort  to  obtain  measurable 
differential  temperature  reactions.   The  curves 
obtained  are  presented  in  Appendix  D  and  show 
conclusively  that  the  method  of  preparing  a 
sample  for  differential  thermal  analysis  affects 
the  shape  of  the  differential  temperature  curve. 
Since  the  curves  were  plotted  with  respect  to  the 
zero  millivolt  line  of  the  Spoedomax  they  also 
exhibit  notable  differences  in  displacement. 

The  thermal  curve  of  the  material  tested 
without  previous  treatment  indicates  -  by  the 
endothcrmic  displacement  of  the  curve  -  either  a 
low  thermal  conductivity  or  low  mean  specific 
heat  or  both.  This  curve  also  has  a  large 
initial  ondothermic  reaction  indicating  the 
presence  of  a  considerable  amount  of  absorbed 
basal  plane  moisture  (swelling  water). 

The  thermal  curve  obtained  after  drying  the 
sample  24  hours  at  50°  G  indicates  that  most  of 
the  swelling  water  was  removed  and  that  the  thermal 
conductivity  or  hf  at  capacity  of  the  material  was 
increased. 
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Dispersing  tho  material  in  distillod  vjator 
increased  the  amplitude  of  the  reactions. 
Treating  the  dispersed  sample  vjith  H2O2  did  not 
appreciably  affect  the  differential  temperature 
curve,  thereby  indicating  that  little  organio 
matter  was  present  in  the  original  material. 

The  thermal  curve  of  the  sample  treated  viith 
hydrochlocic  acid  evidences  a  change  in  structure 
of  the  original  material  by  a  shift  in  the 
temperature  at  which  the  initial  exothermic 
reaction  occurred  •  This  would  suggest  that 
an  excess  of  hydrochloric  acid  has  been  used  in 
the  treatment.  It  is  also  interesting  to  note 
that  this  curve  exhibits  larger  endothcrmic 
reactions  which  undoubtedly  are  due  to  the 
increased  presence  of  hydrozyl  ions  in  tho  crystal 
lattice  structure. 

Clay  samples  prepared  by  Ennis  and  Hufft  for 
their  work  on  ionic  exchange  (4)  were  made 
available  for  differential  thermal  analysis,  and 
curves  resulting  from  this  study  are  also  presented 
in  Appendix  D,  These  curves  present  further 
evidence  that  preparation  of  the  clay  sojnple 
affects  the  differential  temperature  curve. 
Those  curves  are  particularly  interesting  because 
they  show  that  Ennis  and  Hufft  were  successful 
in  at  least  partially  replacing  the  hydrogen 
ions.  It  is  also  significant  to  note  for  the 
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monovalent  cations  of  the  kaolinito  and  bentonite 
samples  that  the  magnitude  of  the  reactions 
dccroasG  in  the  same  order  as  that  of  the 
lyotropic  series  developed  by  Hans  Jenny  (5)# 
This  series  is  not  strictly  indicated  in  the 
illite  sample, wMoh  is  to  be  expected  however, 
since  the  magnitudes  of  the  reactions  are  so 
small  that  a  difference  in  the  amplitudes  vtas 
often  difficult  to  detect. 

The  effect  of  ion  saturation  on  the 
differential  temperature  curve  also  suggests 
that  the  environment  in  which  a  clay  mineral  is 
vioathored  would  affect  a  quantitative  analysis 
by  the  differential  thermal  method, 

Pretreatmcnt  of  matorals  to  bo  tested  also 
include  drying  them  at  50°  C  for  at  least  24 
hours  prior  to  testing.  All  samples  remained 
in  the  drying  oven  at  50°  C  for  the  duration  of 
the  investigation.  Repeated  tests  on  these 
samples  over  an  extended  period  of  time  indicated 
a  gradual  decrease  in  the  magnitudes  of  all 
reactions.  It  was  thus  concluded  that  leaving 
the  samples  in  the  drying  oven  for  more  than  24 
hours  removes  not  only  the  hygroscopic  moisture 
but  some  of  the  crystal  lattice  water  as  well. 
Weight  of  Sample: 

Hudson  and  Hoskins  endeavored  to  develop 
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standard  differential  thermal  curves  for  use  in 
a  quantitative  analysis.  However,  since  it  vjas 
not  possible  to  duplicate  these  standard 
differential  temperature  curves  with  sufficient 
accurary  for  a  quantitative  analysis,  it  became 
necessary  to  developo  a  method  whereby  the 
quantity  of  material  tested  could  be  accurately 
controlled. 

Two  series  of  tests  were  conducted  to 
determine  the  effect  of  the  weight  of  the  active 
material  present  in  the  sample  on  the  thermal 
curve.  In  one  series  of  tests,  the  weight  of  a 
kaolinite  sample  was  decreased  in  20  percent 
increments,  whereas  in  the  other  series  of  tests 
the  kaolinite  was  mixed  with  alumina.  Although 
the  total  weight  of  the  sample  mixture  remained 
the  same,  the  weight  of  active  material  in  the 
sample  was  reduced  in  the  same  20  percent  incre- 
ments.  The  results  of  these  two  series  of  tests 
are  shown  by  the  first  two  sets  of  curves  in 
Appendix  E, 

The  results  of  this  phase  of  the  investigation 
indicated  that  a  definite  correlation  exists 
between  the  weight  of  active  material  present  and 
the  magnitudes  of  the  reactions.  The  curves 
showing  the  effect  of  sample  weight  were  plotted 
with  respect  to  the  zero  millivolt  lino  of  the 
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Spcedomax  and  indicate  a  considerable  displace- 
ment as  the  weight  of  kaolinite  decreases. 
Nevertheless,  the  magnitudes  of  reactions 
measured  from  the  displaced  base  line  of  the  curve 
are  essentially  the  same  as  the  magnitudes  of  the 
reactions  for  the  same  vieight  of  kaolinite  mixed 
vjith  alumina.  These  series  of  tests  offer  further 
evidence  that  the  amplitude  of  the  peak  reactions, 
measured  from  the  displaced  base  line,  arc  not 
affected  by  the  displacement  of  the  thermal  curve. 

It  has  been  recommended  by  some  investiga- 
tors (6)  that  quantitative  data  could  be  obtained 
from  differential  thermal  curves,  provided  the 
"Weights  of  sample  and  standard  used  are  propor- 
tioned according  to  their  specific  heats.  From 
the  series  of  tests  described  above,  it  can  be 
concluded  that  the  magnitude  of  the  reactions  is 
dependent  only  on  the  quantity  of  clay  sample 
present  and  that  the  ratio  of  sample  weight  to 
standard  vieight  merely  affects  the  displacement 
of  the  curve. 
Vfcight  Calibration: 

Prior  to  performing  a  quantitative  analysis, 
it  was  necessary  to  determine  the  relationship 
between  magnitudes  of  peak  reactions  and  the 
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porcBont  by  weight  of  a  puro  clay  mineral  present 
in  the  sample.  Differential  temperature  curves 
for  mixtures  of  pure  clay  minerals  and  alumina 
are  included  in  Appendix  E,  These  curves  were 
plotted  with  respect  to  the  base  lino  of  the  curve. 
The  sample  weight  used  was  the  maximum  which 
could  be  conveniently  placed  in  the  sample  cell. 

From  these  tests  a  series  of  calibration 
curves  for  each  of  the  three  clays  wore  prepared 
which  indicate  the  relation  between  the  magnitude 
of  the  peak  reactions  and  weight  of  active 
material  present.   (Appendix  F).   It  was  hoped 
that  these  calibration  curves  could  be  used  to 
determine  the  weight  of  each  type  of  clay  present 
in  a  mixture  of  tvjo  or  more  clay  minerals. 
Mi  xturess 

Tests  were  conducted  on  mixtures  of  bentonitc 
and  kaolinite  in  which  weights  of  the  two  minerals 
were  made  the  same  as  those  used  in  preparing  the 
calibration  curve  (Appendix  G).  Again  the 
magnitudes  of  the  peak  reactions,  measured  from 
the  displaced  base  line,  were  plotted  as  a  function 
of  the  weight  of  each  clay  mineral  present  in  the 
mixture.  Curves  showing  a  comparison  of  the 
magnitudes  of  reactions  for  known  weights  of  clay 
in  alumina  mixtures  and  mixtures  of  the  two  clays 
ore  also  contained  in  Appendix  G. 
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An  analysis  of  these  curves  reveals  that  the 
magnitudes  of  the  kaolinitc  endothermic  reaction 
for  the  kaolinite-bcntonite  mixture  is  consistently 
lovier  than  the  magnitude  of  the  same  reaction  in 
the  kaolinite -alumina  mixture  for  the  same  weight 
of  kaolinite  present.     The  curves  comparing  these 
reactions  are  almost  parallel  and  even  exhibit 
the  same  reversal  at  0.5  grams. 

The  curves  showing  a  comparison  of  the 
magnitudes  of  the  kaolinitc  exothermic  reactions 
indicate  that  the  magnitudes  of  the  exothermic 
reactions  are   also  considerably  lower  for  the 
kaolinito-bontonite  mixture  than  for  the  kaolinito- 
alumina  mixture.     These  curves  also  exhibit 
reversal  at  0.5  grams  which  is  more  pronounced 
for  the  kaolinite-bentonito  mixture  than  for  the 
kaolinito-alumina  mixture. 

The  curves  showing  a  comparison  of  the 
magnitudes  of  the  first   significant  bentonite 
endothermic  reactions  for  known  weights  of 
bentonite  in  bentonlte-kaolinitc  and  bcntonito- 
alumina  mixtures  indicate  that  the  magnitudes  of 
the  reactions  for  the  bentonito-kaolinite  mixture 
are  considerably  greater  than  those  for  the 
bentonite -alumina  mixture.     The  greatest  discre- 
pancy appears  to  occur  at  about  0,4  grams  where 
the  magnitude  of  the  reaction  for   the  bentonite- 
kaolinito  mixture  is  nearly  twice  that  of  the 
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roaction  for  the  bentonite-alumina  mixture. 

Thus,  in  a  mixture  of  bentonitD  and  kaolinite, 
the  reactions  of  the  kaolinite  are  lower  than  those 
obtained  from  the  calibration  curves,  vihile  the 
bentonite  reactions  are  considerably  higher. 

From  this  investigation  it  can  bo  concluded 
that  the  thermal  characteristics  of  a  mixture  of 
active  clay  minerals  are  different  from  those 
of  clay-alumina  mixtures.  It  is  reasonable  to 
assume  that  these  differences  are  due  to  changes 
in  both  the  mean  thermal  conductivity  and  mean 
heat  capacity  of  the  clay  mixtures.  Furthermore, 
these  changes  in  the  thermal  characteristics  are 
not  constant  but  vary  with  the  proportion  of 
active  materials  present,  A  quantitative 
differential  thermal  analysis  which  does  not 
consider  the  difference  between  the  thermal 
characteristics  of  a  mixture  of  active  materials 
and  a  synthetic  mixture  of  a  pure  clay  mineral  and 
alumina  can  not  depend  on  accuracies  of  more  than 
50  percent. 

It  is  regretted  that  time  did  not  permit  a 
more  thorough  investigation  of  this  phenomenon. 


Supim  ary 

In  conclusion  it  can  be  stated  that  a 
consiclcrablo  number  of  factors  influence  the  shape 
of  the  differential  temperature  curve.  The 
success  of  an  accurate  quantitative  differential 
thermal  analysis  depends  not  only  upon  a  full 
evaluation  of  those  effects  but  upon  their 
rigorous  control  as  well. 

In  addition,  this  investigation  has 
demonstrated  that  there  is  a  need  for  further 
investigation  and  evaluation  of  a  quantitative 
analysis  by  the  differential  thermal  method. 

It  is  hoped  that  this  v^ork  has  contributed 
to  the  need  for  research  in  this  field. 
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COiillEOTS  mB  KEC011IEI^roATI0N3 
In  gcnoral,   it  is  belioved  that  the  procedures, 
techniques  and  equipment  used  by  Hudson  and  Ho  skins 
in  their  study  on  differential  thermal  analysis 
is  suitable  for  a  qualitative  analysis  of  unknown 
clay  specimens  and  that  their  results  can  be 
duplicated  by  other  investigators.     Hovjcvor,   it 
is  believed  that  certain  modifications  should  be 
rxide  in  the  procedures  and  equipment  before  an 
attempt   is  made  to  make   a  quantitative  analysis 
of  unknovjn  clay  minerals*     These  modifications 
are  outlined  belovv. 

Heating  Rate:     In  order  to  obtain  a  more 
uniform  heating  rate  as  vie  11  as  one  vjhich  is  more 
consistent  -with  the  temperature  control  mechanism, 
it  is  recommended  that  the  tvjo  1000-vmtt  furnaces 
be  converted  to  1750-'v^att  furnaces.     It  I'Jill  be 
necessary  to  carefully  calibrate  these  furnaces 
in  order  to  eliminate  the  difficulties  described 
in  Appendix  H. 

Grain  Size;      In  order  to  be  able   to  obtain  a 
sufficient  quantity  of  active  material  from  an 
unknown  sample  for  test  purposes,    it  is  recommended 
that  future  tests  on  differential  thermal  curves 
for  pure  clays  bo  made  on  200-pan  grain  sizes. 
It  has  been  found  that  the   use  of  this  grain 
size  gives  convenient  quantities  of  active 
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material  for  each  of  the  three  clays  tested. 
It  is  further  recoramendod  that  this  grain  sizo 
bo  used  for  the  standard  in  order  to  obtain  tho 
most  consistent  results, 

Pretroatment :  It  has  been  found  that  many 
factors  used  in  treating  a  clay  specimen  prior 
to  testing  determines,  to  a  large  extent,  tho 
shape  of  the  differential  thermal  curve.  It  is 
desired  to  emphasise  the  necessity  for  uniform 
pretroatment  of  all  clays  to  be  tested  if  a 
quantitative  analysis  is  to  be  attempted. 
Standard  differential  thermal  curves  prepared  for 
pure  clays  receiving  one  type  of  pretroatment 
may  not  compare  \yith  other  differential  thermal 
curves  obtained  from  tho  sarac  pure  clays  vihich 
received  a  slightly  different  protreatment.  It 
is  recommondod  that  clays  to  bo  tested  b©  oven- 
dried  at  a  temperature  of  50^  C  for  a  period  of 
24  hours.  Oven  drying  for  longer  periods  of  time 
tends  to  reduce  crystal-lattice  xmtor  and  there- 
fore reduces  the  magnitudes  of  the  thermal 
reactions. 

Ion  Saturation;   The  influence  of  ion 
saturation  on  the  differential  thermal  curves 
has  been  discussed  in  the  section  on  Results 
and  Conclusions,   It  is  recommondod  that  further 
quantitative  vjork  on  this  subject  be  accomplished 
in  order  to  determine  tho  extont  of  tho  influence 
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of  this  factor  on  differential  thermal  curves. 
Weight  of  Ilaterial;   Since  the  magnitude  of  the 
reaction  is  a  direct  function  of  the  weight  of 
the  active  material  present  in  the  sample,  it 
is  recommended  that  future  differential  thermal 
tests  be  made  on  the  basis  of  measured  weights 
of  the  sample.  It  is  further  recommended  that  the 
weight  of  the  standard  be  identical  with  that  of 
the  sample  in  order  to  reduce  displacement  of 
the  base  line.  It  has  been  found  as  a  result 
of  this  investigation  that  a  chanise  in  the  weight 
ratio  merely  serves  to  shift  the  base  line  of 
the  differential  thermal  curve  and  does  not  effect 
the  magnitude  of  the  reaction  which  is  dependent 
only  on  the  weight  of  tiio  active  material  present. 
In  addition,  there  is  no   evidence  to  indicate 
that  the  specific  heats  of  the  two  materials 
changes  at  a  constant  rate  with  temperature 
change.  Therefore,  it  is  believed  that  using 
weight  ratios  based  on  specific  heats  would  not 
serve  a  useful  purpose  in  quantitative  analysis 
of  clays. 

Conductivity:  In  the  section  on  the  Results 
and  Conclusions  it  was  pointed  out  that  the 
differences  in  conductivity  between  the  sample 
and  the  standard  results  in  a  displacement  of 
the  base  line  but  does  not  effect  the  amplitiude 
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of  the  reactions  for  a  given  weight  of  active 
material.   In  order  to  achieve  the  most  consistent 
results  for  a  quantitative  analysis  it  is  recommended 
that  the  base  line  of  the  curve  be  used  in 
measuring  the  amplitude  of  the  reaction.   In 
addition  it  is  recommended  that  tests  be  made  to 
determine  the  effects  on  the  differential  thermal 
curve  by  using  constant  vieights  of  material  but 
varying  the  grain  size  of  the  sample  and  standard. 
Magnification  of  ;implitude;  In  order  to  permit 
a  more  detailed  analysis  of  the  magnitude  of  the 
smaller  reactions  of  bentonites  and  illites, 
it  is  recommended  that  tiie  Speedomax  circuit  be 
modified  to  provide  a  choice  of  amplification 
scales.   It  is  believed  that  this  modification 
vjould  require  neither  an  extensive  nor  expensive 
alteration  of  the  existing  equipment  and  that 
such  a  choice  of  scales  ^-^ould  permit  a  more 
sensitive  analysis  of  significant  reaction 
magnitudes. 
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APPSM)IX  A 
!•      PHOTOGRiiPH  OF  TEST  EQUIPMENT 

2.  PHOTOGRAPH  OF  R^ZCORDHTG  EQ,UIPJ;IENT 

3,  CIRCUIT  DIAGRAII 

4,  PHOTOGRiiPH  OF  SAIPLE  HOLDER 

5.  DETAIL  DRAl/ING  OF  SAlvIPLE  HOLDER 
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PHOTOGRAPH  OF  EqUIFENT 


PHOTOGRAPH  OF  RECORDING  APPARATaS 


PHOTOGRAPH  OF  SAJIPLE  HOLHER 


y^*^ 


Roc/     /4  "  Lon^ 


1 
1 

"m 

♦  1 

1     1 
1      1 
1     1 

]      1 

i  .J 

1       1  1   r- 

II       1 
1       1 

to 

.J       1                   1 

II                   1 

Mil        1 
i  1    1    1        1 

■    Co/a     J$o//eo/ 


APPENDIX  B 
P.ECORD  OF  TESTS  CONDUCTED 


RECORD  OF  TEST  CONDUCTED 


I,     Grain  Size  Studies: 


Olav 

Grain  Size 

No,   of   Tests 

Kaolinite 

loo-uo 

'       3 

U0-200 

3 

2 00 -pan 

5 

Bentonite 

100-140 

2 

140-200 

3 

200-.pan 

3 

Illite 

100-140 

9 

140-200 

7 

200-pan 

8 

II,     Pre  treatment  Effects  on  Illite   (I40  -  200  Mesfx) 


Treatraent 

No,   of  Tests 

As  Received 

Oven  Dried 

Dispersed  in  K^O 

Treated  with  TgO 

Treated  with  ^0^  and  HCl 

6 
2 

III.     Effect  of  r/Gight  of   Sample    (I40  -  200  Mesh) 


Clay 


mite 


Wt. 


^770 
0,56 
0.42 
0,28 
0.14 


Standard 
Alumina 


V/t. 


0,70 
0,70 
0,70 
0,70 
0.70 


No.   of  Tests 


IV,     Effect  of  V/eight  Ratio  of  Synthetic  Mixture    (140-200  Mesh) 


Sample  Mixture 

Standard 

No,   of  Tests 

blay 

Wt. 

Alumina  \Jt. 

\;t. 

ICaolinite 

0,70 

0.00 

"  0.70     ■ 

6 

0,56 

0.14 

0.70 

3 

0,42 

0,28 

0.70 

3 

0,28 

0.42 

0.70 

3 

0.14 

0.56 

0,70 

2 

Bentonite 

1.00 

0.00 

1.00 

2 

0.80 

0.20 

1,00 

2 

0.60 

G.40 

1.00 

2 

0.40 

0.60 

1.00 

2 

0.20 

0,80 

1.00 

2 

Illite 

0.80 

0,00 

0,80 

3 

0.64 

0,16 

0,80 

4 

0,48 

0.32 

0,80 

3 

0,32 

0,48 

0,80 

3 
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V,     Effects  of  Ion  Saturation (I40  -  200  Mesh) 


Clav 

Ion 

No.  of  Tests 

Kaolinite 

Hydrogen 

3 

Calcium 

2 

Potassium 

2 

Sodium 

2 

Bentonite 

Hydrogen 

2 

Calcium 

2 

Potassium 

2 

Sodium 

2 

Illite 

Hydrogen 

6 

Calcium 

4 

Potassium 

4 

Sodium 

6 

Effect  of  Ratio  of  Weiglit  of  Sample  to  l/eight  of 
Standard   (I40  -  200  Mesh) 


Sample 

V/t, 

Standard 

Ut. 

Ratio 

No,  of  Tests 

Kaolinite 

0.50 

Alumina 

0.50 

1;1 

1 

0*26 

0.50 

1:2 

2 

0,50 

1.00 

1:2 

5 

1,00 

1.00 

1:1 

1 

Bentonite 

0,50 

Alumina 

0.50 

1:1 

1 

1.00 

1.00 

1:1 

1 

Kaolinite, 

0,775 

Alumina 

0.775 

1:1 

1 

Bentonite 

0.75 

Alumina 

1.00 

3:4 

1 

Study  of  Cloy  llixtures   (I40  -  200  I.Iesh) 


Saraple 

Standard 
V/t. 

No,  of  Tests 

Cloy 

V/t. 

Clay 

V/t. 

Kaolinite 

0.28 

Bentonite 

0.60 

0.77 

3 

0,28 

0.40 

0.68 

4 

0.42 

0,40 

0.82 

t 

0.48 

0.40 

0.88 

1 

0.50 

0.20 

0.70 

1 

0.56 

0.20 

0.70 

3 

Miscellaneous  Tests 


Type  of  Test        

Differential  Thermal  Checks 

Check  on  1750  V/att  Furnace 

Use  of  Calcined  Kaolin  as  Standard 

Conductivity  Test  (Alumina  in  Sample 

and  Standard) 

Tests  on  Varved  Clays  


No>   of  Tests 
ll 


18 

1 

4 
3 


NOTE:     All  vjeights  are  measured  in  Grams. 
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APEENDIX  C 

EFEECT  OF  VARIATION  IN  GRAIN  SIZE  ON  THE 

DIF]JERENTi:iL  THERMAL  CURVE 

1.     KaoUnitG 

2 •     Bcntonit 0 

3.       IllltG 
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APPENDIX  D 

EFI?ECT  OF  PHETREATIIEMT  ON  THE  DI?31!;REHTL\L  TIIER:i/\L  CURVE 

1,  Prctrcdtnont   of  Illlto 

2,  Effect  of  Ion  Saturation  on  Kaolinito 

3,  Effect  of  Ion  Saturation  on  Bcntonito 

4,  Effect  of  Ion  Saturation  on  Illitc 
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APPENDIX  E 

EFFECT  OF  S.UIPI;E  VffilGHT  ON  THE  DIFFERENTIAL  THERR\L  CURVE 

1,  Sauplc  Vfoight  of  Kaolinito 

2,  Mixture  of  Kaolinitc   and  Alunina 

3,  Mixture  of  Bcntonitc  and  Alunina 
4»     Mixture  of  111 i to  and  Alunina 
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APPENDIX  P 

1.  CALIBRATION  CURVE  FOR  KAOLINITE 

2.  CALIBRATION  CURVE  FOR  BENTONITE 

3.  C/XIBRATION  CURVE  FOR  ILLITE 
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APPENDIX  G 

DIF]?ERENTIAL  THERIU.L  CURVES  OF  IHXTORES  OF 
IC^OLINITE  .J^D  BENTONITE 

1.  Differential  Thcrnal  Curves 

2.  Conporison  of  Kaolinito  Endothornic  Rccotions 

3.  Conparison  of  Bontonito  Endothornic  Reactions 

4.  Conparison  of  Kaolinitc  Exothornic  Reactions. 
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/iPPENDIX  H 
DISCUSSION  OF  1750-V/ATT  FURNACE 


DISCUSSION  OF  1750  UATT  FURNAC3E 

ThG  furnaco   used  at  tho  start  of  this 
invest igation  contained  a  1000-v>att  heating  elerient 
supplied  by  a  one-kiloviatt  transf orner  •     Although 
the  tcnperature  control  iiechanisn  vjas  set  for  a 
heating  rate   of  1023°  C  per  hour,   an  actual  heating 
rate  -  as  recorded  by  tho  Brovm  Potentioneter  - 
of  about  900°  0  per  hour  was  all  that  could  bo 
obtained.     This  tcnperature  lag  also  resulted 
in  a  non-uniforn  heating  rate. 

It  was      believed  that  by  replacing  the  1000- 
watt  elonent  vjith  a  1750-viiatt  eleoont  supplied 
by  a  two-kilovjatt  transforner,   the  above  nontionod 
difficulties  could  bo  eliriinated.     Two  1750-watt 
furnaces  were  ordered  fron  the  Hoskin'a  Manufactur- 
ing Conpany  and  wore  installed. 

Calibration  checks,   using  alunina  in  both 
cells  of  tho   sai-iple  holders,   revealed  that  an 
improved  heating  rato  could  be  obtainsd  but  that  an 
extrenely  erratic  differential  tcnperature  curve 
resulted.     The  difficulty  could  not  bo  attributed 
to  faulty  differential  thernocouplcs  because 
various  differential  thernocouplcs  were  used, 
sonc  of  \Mhich  had  been  previously  calibrated  in  tho 
1000-watt  furnace  and  had  been  found  to  be   satis- 
factory. 
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Further  oporation  aiid  checks  of  the  renaining 
ly^O-viatt  furnaces  resulted  in  the  gradual  elinina- 
tion  of  the  difficulties  experienced  in  the 
initial  use  of  this  clenent.     It   is  believed  that 
the  problcn  vias  due  primarily  to  an  inherent 
characteristic  of  the  heating  olonent  \vhich  was 
eliiiinated  by   continued  use. 

Since  higher  and  riore  uniforn  heating  rateg 
can  be  obtained  by  use  of  the   1750-vJatt  olononts, 
it  is  recor.ii-.iended  that  the  existing  1000-watt 
elenents  in  tvio  of  the  furnaces  be  replaced  by 
1750-\mtt  elenents.     In  addition,   it  is  rocorxiendod 
that  further  tests  be  conducted  to  cletcrnine  the 
true  nature  of  the  induced  voltage   in  order  to 
insure  the  reliability  of  data  obtained  by  the 
use  of  the  higher  capacity  eloijcnts. 
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